July 1, 1969 M. ANGLIN 3,453,535

J.
CAPAGITANCE TEST INSTRUMENT USING PARTIAL DISCHARGE TIME
INTERVAL MEASUREMENT
Filed Oct. 20, 1967 ‘ Sheet _/  of 2
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